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enables the determination of very low concentrations of desired ions (to 10 -6 mol L -1 ). The amount of fluoride present naturally in non-fluoridated drinking water is highly variable, being dependent upon the individual geological environment from which the water is obtained. It is well known that fluoridation of drinking water is an important tool in the prevention of tooth decay. Adequate fluoride ingestion is helpful to avoid caries, but over ingestion induces dental and skeletal fluorosis, which may result in malfunction of the bone and joint system. [ 4, 5 ] . The severity depends upon the amounts ingested and the duration on intake. Dental fluorosis is a condition where excessive fluoride can cause yellowing of teeth, white spots and pitting or mottling of enamel. Skeletal fluorosis is a bone disease exclusively caused by excessive consumption of fluoride. The procedures of determination of fluoride and chloride will be described in detail. Moreover, it will be discussed advantages and disadvantages of this method. These spring waters are in used for tap water supply. The average fluoride concentration in 4 different fresh spring waters was in a range of 0.04 to 0.12 mg L -1 . The fluoride concentrations obtained from the analyses of samples were compared with the permissible values given by the Environmental Protection Agency, World Health Organization, American Dental Association as well as Agency for safety food of Bosnia and Herzegovina who defined maximum amount that is allowed in drinking water. The average chlorine concentration in examined tap water was in a range of 4.55 mg L -1 .
Importance of fluoride and chloride content in water
Chlorine and fluor are very reactive elements and because of that they easily bind to the other elements. They belong to the group of halogens. Fluoride (F -) is an important anion, present in water, air and food. Fluorides come naturally into water by dissolving minerals that contain fluor, such as fluorite (CaF 2 ), cryolite (Na 3 AlF 6 ) and fluorapatite (Ca 5 (PO 4 ) 3 F). Rocks rich in alkali metals have a larger content of fluoride than other volcanic rocks. Small amounts of fluoride are vital for the human organism, but it's toxic in larger amounts. Fluoride levels in surface waters vary according to geographical location and proximity to emission sources. Surface water concentrations generally range from 0.01 to 0.3 mg L -1 (ATSDR, 1993). Fluoride in drinking water is generally bioavailable. It has been shown, that with all the human exposure to fluoride that varies from region to region, drinking water is the largest single contributor to daily fluoride intake. [ 6 ] Due to this fact, daily fluoride intakes (mg/kg of body weight are based on fluoride levels in the water and water consumption per day per litter). There are maximum guiding values for fluoride in drinking water. There are no minimum imposed limits, however there are recommended values to ensure no potential health risks from lack of fluoride within the drinking water. World Health Organisation (WHO) places international standards on drinking water that should be adhered to for health purposes, however is not enforceable and each individual nation may places its own standards and conditions on drinking water. This can be seen in the United States, where the Environmental Protection Agency (EPA) places more lenient drinking water standards than that of the WHO. This can be seen in the table 1. Primary drinking water standards are those that must be enforced. Secondary drinking water standards are non-enforceable guidelines regulating contaminants that may cause cosmetic effects (such as skin or tooth discoloration) or aesthetic effects (such as taste, odour or colour) in drinking water.
[ 7 ] The WHO maximum guideline value of 1.5 is higher than the recommended value for artificial fluoridation of water supplies, which is usually 0. 
Potentiometric analysis
The potentiometric method is based upon measurements of the potential that measures electromotive force of a galvanic element. Direct potentiometric determinations are almost always performed using ion selective electrodes (ISEs), which are capable of rapid and selective measurements of analyte concentration. Ion-selective potentiometry (ISP) is a nondestructive method, which means that the sample can be used for further analysis. Ionselective electrode (ISE) such as chloride or fluoride, which is used in our investigation, as detector provides a range of possibilities in the analysis of samples of biological material.
[ 30 ] Work of ion-selective electrode is based on the fact that there is a linear relationship between the electrical potential established between the ISE and reference electrode and the logarithm of activity (or effective concentration) of ions in the solution. This relationship is described by Nernst equation:
where E is the total potential in mV developed between the sensing and reference electrode, z is the ion charge which is negative for anions, log(a) is the logarithm of the activity of the measured ion. The factor 2,303 RT/F has a theoretical value of 59 mV at 25 °C. The equation is valid for very dilute solutions or for solutions were the ion strength is constant. The activity is equivalent to the concentration in dilute solutions but becomes increasingly lower as the ionic strength increases. The activity (a) represents the effective concentration, while the total fluoride ion concentration may include some bound ions as well. The electrode responds only to free ions so it is important to avoid the formation of complexes that are meant to be measured. In this case, the complexation would lower the activity and therefore the electrode response. This is effectively the equation of a straight line:
where y = E = the measured electrode response in mV, x = log (a), c = E° = the intercept on the y axis, m = -0,0592/z = the electrode slope. Ion selective electrodes are available for measuring more than 20 different cations for instance Ag + , Na + , K + , Ca 2+ , and anions such as F -, Cl -, S 2-, CN -. The function of ion-selective electrode is based on selective leakage of positively charged specie from one phase to another, creating a difference in potential. Working principle is based on measuring the electrode potential (mV) depending on the concentration of tested ions in the solution. The reference electrode has a constant potential, and potential of ISE is changing with the concentration of certain ions.
Ion selective electrode as an efficient tool for monitoring of desired ion
An ion selective electrode is sensitive to analyte concentration due to the properties of the ion-selective membrane that provides the interface between the ion-selective electrode and the sample solution. The ability of the ion selective membrane to conduct current depends in some manner on the presence of analyte in the solutions on both sides of the membrane. The mechanism of this dependence varies but usually depends on some reaction of analyte at the surface of the membrane. Analysis were carried out using a MICROPROCESSOR pH/ION METER pMX 3000 WTW equipped with a reference electrode WTW R 500 and the F 500 and Cl 500 as an ion-selective electrode. In Figure 1 is schematically shown reference electrode and an ion selective electrode, where 1 indicate the filling opening for the bridge electrolyte, fluid level of the bridge electrolyte, 3 the inner junction which must be covered with bridge electrolyte and 4 the ground junction which indicate the minimum depth of immersion. For measurements with the F 500 fluoride electrode and Cl 500 chloride electrode, a reference electrode is required. In our investigation has been used R 500 as a reference electrode. The two electrodes together form a double rod combination electrode. Ion selective electrodes have been storage into diluted aqueous standard solution. Measuring range for fluoride electrode is 0.02 mg L -1 or 10 -6 mol L -1 and for chloride electrode from 2 to 35000 mg L -1 or from 10 -5 to 1 mol L -1 .
There are many advantages to use an ion-selective electrode as means of analysis, including its efficiency, selectivity, ease of sample preparation and lack of interference and reactivity with sample itself.
Fluoride electrode
One of the most significant of the solid -state electrode is the lanthanum fluoride electrode. The membrane consists of a slice of a single crystal of lanthanum fluoride that has been doped with europium (II) fluoride to improve its conductivity. The membrane, supported between a reference solution and the solution to be measured, shows a theoretical response to changes in fluoride ion activity from 0 to 10 -6 mol dm -3 . The electrode is selective for fluoride ion, only hydroxide ion appears to offer serious interference.
[ 31 ] The unique property of a europiumdoped lanthanum fluoride crystal to form a membrane apparently permeable to fluoride ion and virtually no other anion or cation, provided the first specific ion -selective fluoride electrode. This electrode gives Nerstian response to fluoride ion concentrations from above 1M to below 10 -5 M, and only OH -seems to interfere with this response. Srinivasan and Rechnitz [ 32 ] noted that stirring sometimes had a substantial effect on the observed potential. In 10 -3 M NaF solution, the potential changed from -61.5 mV in a quiescent solution to -55.5 mV in a rapidly stirred solution. This shift was less at high concentrations and negligible in the presence of 0.1 M NaNO 3 supporting electrolyte, even at fluoride concentration as low as 5 x 10 -5 M. They recommended that readings be taken with slow stirring (by a Teflon -coated magnetic bar), and that under these conditions reproducibility was excellent: "The potentials were found to be quite stable, changing not more than 0.1 mV even after an hour. The reproducibility on the same day for two different solutions of the same concentration was within 0.1 mV".
The kinetic response of the electrode is almost instantaneous [ 32 , 33 ] , limited by the recorder response time of 0.5 sec., at least in the solutions containing fluoride concentrations greater than millimolar. In very dilute solutions, the response time is has been reported to be very long.
Chloride electrode
The chloride ion-selective electrode is a polycrystalline solid-state electrode that contains a membrane. The membrane consists of a solid salt of silver sulfide/silver chloride. The membrane must be insoluble in the analyte solution and contain the analyte ion of interest. The membrane is placed at the end of a solid plastic tube. This membrane is in contact with the analyte solution during the measurement. Inside of the tube is a reference solution, which contains a known and fixed concentration of analyte (Cl -) solution. The concentration difference between this inner solution and analyte solution causes the migration of charged species across the membrane. This ion exchange process at the surface of the membrane causes a potential to develop. Since the potential of both the reference electrode and the inner reference (immersed in the standard solution) are constant, any change in measured potential is caused only by a change in potential across the membrane and is a function of the analyte chloride ion activity (or concentration). The electrode is designed to detect chloride ions in aqueous and viscous solutions and is suitable for use in laboratory investigations. The method allows the determination of chloride in treated water, natural water, drinking water and most waste water with high accuracy and sensitivity. The method is applicable only to samples containing more than 10 000 mgL -1 dissolved substances. All reagents used were of analytical reagent grade and were used without further purification.
Results
In the experimental work ISP as a choice method was used, and Mohr's method as a standard was the control method for the determination of chloride ions in drinking tap water. As a comparative method could be use the UV/vis spectrophotometric method with zirconium (IV) ion oxychloride and alizarin S for analysis of Fluoride contents. For the determination of chloride and fluoride ions in represented drinking water has not been required previously sample pre-treatment. Quantitative analyses were performed with calibration curves obtained with standard solutions. The calibration curve has been constructed by plotting obtained electrode potential vs. logarithm of concentrations of standard chloride and fluoride solutions. In our experiments, several standard solutions with different concentrations were prepared. Then, we measured the cell potential for each individual standard solution and plot E cell vs. log C F -. This curve is our calibration curve and has been used to determine the concentration of the unknown. The F-ISE method for the fluoride determination can be applied either without pretreatment technique, namely conventional potentiometric method, or with pretreatment technique, such as coprecipitation and steam distillation. Frant and Ross [ 34 ] pointed out that there were changes in potential as the pH of fluoride solutions was changed. Since ion-selective electrode responds to activity of the analyte, it is extremely important ionic strength solution. From the literature it is known that the OH -ions are only interfering ions for fluoride electrode, at pH greater than eight. However, at pH lower than five, the hydrogen ions also interfere, but the pH can not be too low due to the formation of HF, which is a weak acid and whose salt with water gives alkaline reaction. The interference for this fluoride electrode is pH less than 5 and higher than 7. In this work has been used the electrode without the addition of any ionic buffer for the determination of F -in examined water. The composition of the water and the total ionic strength were analysed and were not over allowable limit for this methods in a range of allowed concentration. The interference on the fluoride electrode from hydroxyl ion (OH -) is eliminated by ensuring that pH is kept below 8. Consequently, there was no necessity to add TISAB buffer to ensure constant ionic strength.
Experimental part

Potentiometric determination of fluoride
A 1000 mg L -1 sodium fluoride stock solution was prepared by dissolving 2,21 g NaF in a 1000 mL polystyrene volumetric flask with deionised water. Sodium fluoride has been previously oven-dried at 105 °C for 1 hour and stored in a dessicator. The concentration of this stock solution is 1000 mgL -1 . Standards at the required concentration were prepared by appropriate dilution of the stock solution. Calibration diagrams were obtained by measuring of potential of six different sets of fluorid standard solutions ordered from low to high concentration. The concentration range is from 0.07 to 1.0 mgL -1 . The meter reading was taken after a constant value has been attained that is drift < 0,1 mV/min. The results are given in Table 2 . For determining the concentration of F -ions, the samples were placed in a clean, dry glass in quantities of 50 ml.
[ 35 ] First of all, has been determined the pH of the sample. The measured pH value was in the range from 5 to 7, and then the sample has been stirred by using a magnetic stirrer for 5 minutes. After that, it has been measured the concentration of fluoride ions, by immersion of the reference and fluoride ion-selective electrode connected to the ionmeter. After a few minutes were read values of the potential. Each sample was measured three times in order to reduce experimental error. Based on the measured potential, was calculated the concentration of fluoride for each individual measurement, and then, calculated the average value of concentration. In Table 3 Table 4 . Concentrations of chloride obtained by mercurimetric titration method.
Potentiometric determination of chloride
Specific ion electrodes measure activity and not concentration, a large amount of an inert strong electrolyte (e.g. nitrate ion) can be added to fix the ionic strength to a constant value. When the ionic strength is constant, the activity is constant and concentration can be accurately measured. To determine the concentration of chloride ions, samples were prepared as follows: in a glass flask of 100 ml was measured 2 ml of 5% NaNO 3 , and diluted to mark with water that is being analyzed (5% NaNO 3 concentrations in all samples was 0.1 mol L -1 ). Then, 5 mL of prepared sample was transferred in clean, dry glass and stirred using a magnetic stirrer for 5 min with immersed electrodes. After 5 minutes of stirring, the magnetic stirrer has been stopped and then red the potential. Response time for all samples was in a range from 1 to 5 minutes. The samples marked by FW, TW and GW have been analyzed on chloride concentration using a chloride selective electrode. The sample designed as FW was analyzed using a calibration curve represented in diagram 2, while the samples marked as TW and GW by using a calibration curve shown in diagram 3. In Table 5 are given the concentration of chloride solutions for KK1 calibration curve. In Table 6 are given the concentration of chloride solutions for KK2 calibration curve. Table 6 . Electrode response on prepared chloride standard solutions. In Table 7 are shown the average concentrations of chloride ion determined in our tested samples. 
Conclusion
Electroanalytical methods based on potentiometry with ion-selective electrodes seem to be the most popular and convenient methods of fluoride and chloride ion determination. Fluoride and chloride selective electrodes can be used to determine fluoride and chloride concentrations in drinking water due to its high selectivity, specificity and low detection limits. The advantages of this study include a short analysis time, elimination of sample pretreatment, simplicity of the measuring system and relatively low instrument cost. The concentration of fluoride ion was determined in 4 drinking water samples, while the concentrations of chloride have been determined in 3 samples (FW, TW and GW) by a chloride selective electrode as well as by Mohr's method. All these samples were analyzed with use direct reading method. By our experimental data we can conclude that the concentration of fluoride in samples marked as SW1, SW2, SW3 and SW4 is within allowed concentration according to World Health Organisation. On the basis of the results of analysis carried out on the water content chloride ions can be concluded that the applied electrochemical measurements and analytical shown that the content is the same within the limits of permissible concentration laid down by WHO. Method ISP when it proved more effective, fast and reliable enough to determine chloride ions in the water and the concentration in the range of 10 -4 mol L -1 to 10 -5 mol L -1 . Additionally, it has an advantage over any other analytical method because it is non-destructive and allows the use of samples for other types of analysis. Based on the results obtained it can be concluded that there are many advantages of using ion-selective potentiometry (ISP) in reference to standard spectrophotometric and Mohr's methods, because measurements with the ISP are faster, efficient and reliable. It does not require the use of many different chemicals, and does not require any preparation of samples before analysis, which directly affects the economic availability. Our experimental data give in evidence that the concentration in these samples are within the allowed concentration according to World Health Organisation except the concentration of chloride in tested bottled water. Therefore, determining of Fluoride and Chloride in drinking water is of great significance for human health because of daily consumption of certain amounts.
